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Summary 

To reduce the complexities of conventional pro- 
gramming, we have used graphical software in the 
development of instrumentation drivers. The graphical 
software provides a standard set of tools (graphical 
subroutines) which are sufficient to program the most 
sophisticated CAMAC/GPIB drivers. We made use of 
these tools and successfully developed instrumentation 
drivers for operating CAMAC/GPIB hardware from 
two different manufacturers: LeCroy and DSP. Our paper 
will present the use of these tools for programming a 
LeCroy A/D Waveform Analyzer. 


Introduction 

A graphical programming approach has been selected 
at the Ames Research Center Hypersonic Free Flight 
Facility to develop instrumentation drivers. These 
drivers control and process experimental data acquired 
by CAMAC (Computer Automated Measurement and 
Control) and GPIB (General Purpose Interface Bus) 
instrumentation. 

Our basic data acquisition system consists of a Macintosh 
II computer, an NB-GPIB board, several CAMAC A/D 
Waveform Analyzers (digitizers), a CAMAC to GPIB 
interface module, and a CAMAC crate which houses both 
the digitizers and the interface (see fig. 1). The software 
package used, LabVIEW, provides programming tools for 
data acquisition, control, and data processing as well as 
the flexibility to model almost any application. The 
flow of control and data in LabVIEW is implemented in 
a graphical programming language, G. The graphical 
programming approach makes instrumentation pro- 
gramming an easy task for the programmer. Our paper 
describes the development of a CAMAC/GPIB driver for 
an A/D Waveform Analyzer (digitizer) using the 
software’s library of GPIB subroutines. 

Horae io A. Zambrana was supported by a grant from 
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Figure 1. Data acquisition setup. 



Background on CAMAC and GPIB 

Understanding how data flows in a CAMAC/GPIB 
environment is essential to the development of the digi- 
tizer driver. In general terms, data commands will flow 
from the computer to the GPIB interface, and from the 
interface to the CAMAC digitizer. Digitized data flows 
from the digitizer to the interface, and from the interface 
to the computer. The digitizer accepts only CAMAC 
commands. The interface accepts both CAMAC (which 
are passed along to the digitizer) and GPIB commands. 
Three of the most relevant CAMAC commands are F(), 
A(), and N(). The N() command specifies the crate sta- 
tion number of the digitizer that is being addressed. The 
A() command specifies a subaddress within the digitizer 




(such as channel selection), and F() is a function to be 
performed at the specified subaddress in the selected digi- 
tizer. The most commonly used GPEB commands are 
MLA (My Listen Address) and MTA (My Talk 
Address). MLA commands the interface to enter Listen 
mode so that it may accept CAMAC or setup commands 
from the computer. MTA commands the interface to 
enter Talk mode so that it may pass data from the digi- 
tizer to the computer. 



Signed 16 bit integer 
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String 
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Background on Software 

Application programs (such as instrumentation drivers) 
created by using the graphical software are called virtual 
instruments (Vis). Vis have three main parts: the front 
panel, the block diagram, and the icon. 

The front panel specifies the inputs and outputs and 
provides the user interface for interactive operation. The 
block diagram is a VI’ s source code, which is created by 
using the G language. 

Figure 2 shows an example of a front panel. This 
particular example obtains the square of a number. The 
user scrolls the scale selector to choose a number. The 
box on the right shows the square of the selected number. 
Figure 3, the block diagram, shows where the program- 
ming takes place. The scale selector is represented by the 
darkened border terminal, EXT. The output is represented 
by the undarkened border terminal, EXT. EXT stands for 
extended precision floating point decimal (fig. 4 shows 
other block diagram terminal types). 



Figure 4 . Block diagram terminals . 


Darkened terminals indicate an input from the front 
panel. In the same manner, undarkened terminals repre- 
sent outputs. One of many operators available for pro- 
gramming is the multiplication operator. This is repre- 
sented by the triangular box with the multiplication 
sign. The source code is generated by wiring the input to 
the multiplication operator, and wiring the result to the 
output. The style of the wire is set by the data type of the 
source terminal to which it is attached (see fig. 5). 
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Figure 5. Wire styles. 


The icon is a representation of the VI (see fig. 6). The icon 
represents the VI in a manner analogous to a subroutine 
call statement when the VI is used as a sub VI in another 
VTs block diagram (ref. 1) 




Figure 3. Block diagram. 


Figure 6. Icon example. 


There are various graphical structures which perform the 
conventional if then, do , while do loops , etc. We will 
briefly discuss the three types used in our discussion. The 
first type is the Sequence structure shown in figure 7. 
The Sequence structure consists of one or more frames 
that execute sequentially. 
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Figure 7. Sequence structure. 


The second type is the True/False Case structure shown 
in figure 8. Depending upon the boolean input, the opera- 
tion in the True or the False frame will be executed. 



The third type is the While Loop shown in figure 9. A 
While Loop executes its subdiagram repeatedly until a 
false boolean value is passed to the conditional terminal. 



GPIB Vis 

Several Vis are supplied with the software to perform 
specific GPIB functions. The most relevant GPIB Vis 
are: GPIB Write , GPIB Read , GPIB Misc. y and GPIB 
Serial Poll . 

The GPIB Write VI is used to send a data string from the 
computer to the interface. The two principal inputs to the 
GPIB Write are the data string, which is a string of bytes 
representing CAMAC and/or GPIB commands, and the 
address string of the interface. Both strings are encoded in 
binary. The GPIB Write VI icon and the two principal 
inputs are shown in figure 10. 

r — \ 


GPIB Address string 



Figure 10. GPIB Write VI example. 


The GPIB Read VI is used for reading out data from the 
digitizer through the interface to the computer. The VI 
can also be used to read status data from the interface. To 
retrieve the data by using the GPIB Read VI, both the 
GPIB address string and the number of data bytes to be 
read must be specified. An example using GPIB Read is 
shown in figure 1 1 . 
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Figure 11. GPIB Read example. 


The GPIB Misc. VI performs the operation indicated by 
the GPIB command string. The two most common 
applications of this VI are for setting the interface in 
talk mode (MTA command) or for setting the interface 
in Listen mode (MLA command). A simple example 
using GPIB Misc. is shown in figure 1 2. 



Figure 12. GPIB Misc VI example. 


Status bytes are generated by the digitizer and sent to 
the interface. These bytes convey information such as 
whether the data read is valid or invalid. GPIB Serial Poll 
reads the status bytes from the interface to the computer 
(see figure 1 3). 



Figure 13. GPIB Serial Poll example. 


The Waveform Analyzer VI 

The A/D Waveform Analyzer used is a 10-bit transient 
digitizer designed in accordance with CAMAC standards 
(IEEE Std. 583). It can process signals from four dif- 
ferent sources simultaneously. Although most of the 
setup commands are selected on the actual digitizer, the 
initialization and data readout are CAMAC controlled 
through the interface. 


To send commands to the digitizer through the interface, 
the following steps are required: One, the interface must 
be addressed to Listen; two, the desired command 
information ( F(), A(), N() ) must be loaded in; and 
three, a CAMAC cycle must be executed to send the 
command to the digitizer. A CAMAC cycle is executed 
by addressing the interface to Talk (ref. 2). These pro- 
cedures must be repeated every time a new command is 
sent to the digitizer. We created the SEND FAN VI to 
perform these necessary procedures. The SEND FAN VI 
inputs are F(), A(), N() (numerical inputs) and GPIB 
Address (string input) of the interface. The front panel 
of SEND FAN is shown in figure 14. 
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Figure 14. SEND FAN VI. 


The block diagram of SEND FAN is shown in figure 15. 
Before F(), A(), and N() are fed into the sequence 
structure, they are grouped into a numeric array and con- 
verted into a binary string. The first operation, sequence- 
0, executes the GPIB Write VI. This addresses the inter- 
face to Listen and loads the command information. 
Sequence- 1 executes a CAMAC cycle using the My Talk 
Address SubVI and the GPIB Misc VI. The use of SEND 
FAN VI makes the programming of the Waveform Ana- 
lyzer VI an easier task. 

The front panel of the Waveform Analyzer VI consists of 
three numerical inputs, one boolean input, one string 
input, and one graphical output (see figure 16). 

The three numerical inputs are: N, the channel of the 
digitizer to be read out, and the number of data samples 
to be acquired. The boolean input is a switch for selecting 
either an internal or an external stop trigger. The string 
input specifies the GPIB address of the interface. The 
graph is for displaying the digitized data. 
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Figure 15. SEND FAN VI Diagram. 



Figure 16. Waveform Analyzer VI Front Panel. 


The digitizer control sequence is shown in Figure 17. 
These commands are specified in the block diagram of the 
Waveform Analyzer VI (see appendix for the VI block 
diagram sequences). Sequence-0 in the VI diagram issues 
an F(9) (Initialize digitizer) via the SEND FAN subVI. 
Sequence- 1 enables the LAM (Look At Me) by issuing an 
F(26). LAM is a signal from the module to the interface 
indicating that the module requests attention. Sequence-2 
selects the trigger type according to the front panel 
boolean input. If false, an internal stop trigger, F(25), is 
issued. If true, no command is issued. The system will 
then expect an external stop trigger to occur at a later 
time. When a trigger is received, the digitizing sequence 
completes and the digitizer generates a LAM. 


Figure 17. Control Sequence. 

Sequence-3 verifies that all the data has been acquired by 
the digitizer. To do this, Sequence-3 uses a two-step inner 
sequence structure placed within a While Loop. The first 
inner sequence issues an F(8) (Test for LAM). This 
function tells the digitizer to send a status byte to the 
interface. The second inner sequence conducts a 1-byte 
serial poll using GP1B Serial Poll VI to read the status 
byte. The status byte is then evaluated to determine if the 
LAM has been generated. The result of this evaluation is 
wired to the conditional terminal of the While Loop. The 
While Loop will continue to cycle until the conditional 
response is true; i.e., until LAM is generated by the 
digitizer. 

Sequence-4 clears the LAM by issuing an F(10). In 
sequence-5 the channel to be read is selected by issuing an 
F(16) A(X). For example, F(16) A(0) selects channel 
one, F(16) A(l) selects channel two, and so forth. 
Sequence-6 selects the interface data transfer mode 
(ref. 3). To specify a 2-byte block transfer mode, 122 is 
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converted from a decimal integer to a binary string. The 
string is sent to the interface via the GPIB Write VI. 

Sequence-7 issues an F(2) (Read data). This command puts 
the digitizer into the read out mode. In sequence-8, the 
GPIB Read VI extracts the specified number of data 
bytes from the digitizer through the interface and into 
the computer. In the same sequence, the digitized data is 
transformed from a binary string array into a numerical 
array. Two other operations are necessary to transform 
the raw data into voltage. Having completed these steps, 
we transfer the data into Sequence-9 where it is wired to 
the graphical terminal for display on the front panel. 

Summary and Overall Comments 

We have just demonstrated how a graphical programming 
language is used to write CAMAC/GPIB instrumenta- 
tion drivers. The GPIB Vis provided by the software 
enable the user to create instrumentation drivers without 


having to learn the more complicated details of the 
CAMAC and GPIB protocols. 

Using these Vis, two DAS systems have been developed 
at Ames Research Center for high-speed data acquisition, 
control and processing. Each system used different 
CAMAC and GPIB instrumentation hardware. Both 
systems were developed in a short period of time, by 
individuals with no previous DAS experience. 
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Appendix 


Block Diagram for Waveform Analyzer 




Sequence 3: Test For LAM 
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